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Abstract.
Objective: Newborns with lung immaturity often require continuous monitoring and
treatment of their lung ventilation in intensive care units, especially if born preterm.
Recent studies indicate that Electrical Impedance Tomography (EIT) is feasible in
newborn infants and children, and can quantitatively identify changes in regional lung
aeration and ventilation following alterations to respiratory conditions. Information
on the patient-specific shape of the torso and its role in minimizing the artefacts in
the reconstructed images can improve the accuracy of the clinical parameters obtained
from EIT. Currently, only idealized models or those segmented from CT scans are
usually adopted.
Approach: This study presents and compares two methodologies that can detect the
patient-specific torso shape by means of wearable devices based on: (1) previously
reported bend sensor technology and (2) a novel approach based on the use of
accelerometers.
Main results: The reconstruction of different phantoms, taking into account anatomical
asymmetries and different sizes, are produced for comparison.
Significance: As a result, the accelerometers are more versatile than bend sensors,
which cannot be used on bigger cross-sections. The computational study estimates the
optimal number of accelerometers required in order to generate an image reconstruction
comparable to the use of a CT scan as the forward model. Furthermore, since
the patient position is crucial to monitoring lung ventilation, the orientation of the
phantoms is automatically detected by the accelerometer-based method.
Keywords: Shape detection, Accelerometers, EIT, Reconstruction, Orientation
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21. Introduction
The ability of the newborn infant to adapt to the extra-uterine environment is
critical to survival. Neonatal respiratory conditions can arise for several reasons:
delayed adaptation or maladaptation to extra-uterine life, congenital anomalies or
acquired conditions such as pulmonary infections occurring either pre- or post-delivery.
Furthermore, preterm neonates need to survive without adequate alveolar development
(Gallacher et al. 2016). As a result, newborns featuring lung immaturity require
continuous monitoring and treatment by neonatologists and specialized nurses in
intensive care units. Currently, the CRADL project is developing Electrical Impedance
Tomography (EIT) technology as supportive care of the most common causes of
paediatric respiratory failure (http://cradlproject.org/).
Such application is encouraged by the fact that EIT is non invasive and radiation-free.
Therefore, a better understanding of the interaction between the impact of lung disease
and clinical interventions on lung function can be achieved by means of time-difference
image reconstruction (Zhao & Mo¨ller 2016, Frerichs et al. 2017). Among the advantages,
Barber & Brown (1988) showed that difference imaging is much less sensitive to electrode
position uncertainty when the electrodes do not move between measurements.
Previous studies demonstrated that an accurate boundary form of the chest cross-
section is important to minimize artefacts in the reconstructed images (Bayford
et al. 2008, Kolehmainen et al. 2008, Grychtol et al. 2012). For example, Kolehmainen
et al. (2008) reported a degradation of image quality arising from the use of incorrect
model geometry, which will lead to the loss of clinically relevant information. Although
an exact cross-section can be obtained by CT scans, it is difficult to shield newborns’
radiosensitive organs from ionising radiation. In general, prior studies adopted either
readily available CT data (Ackerman et al. 1995, Bayford et al. 2008, Biguri et al. 2015)
or idealized thoracic boundary (e.g. cylindrical, elliptical) (Bayford et al. 2008) as
the forward model and CRADL currently uses a forward model based on a single CT
scan. One goal of this study is to provide a means of improving the forward model by
generating a patient-specific perimeter in order to minimize image artefacts.
In the last decades, 3D reconstruction has received a great deal of attention in computer
graphics, virtual reality and biomechanical studies. As an example, in gait analysis
multiple cameras are commonly used to reconstruct a 3D body shape in real-time
(Auvinet et al. 2012). Such an option is not viable for newborns owing to strict privacy
restrictions and incubator constraints and so this group is proposing the use of wearable
technology, which was first reported by Khor et al. (2009) who characterised a range
of bend-sensors and subsequently demonstrated how they could be used to detect the
boundary form of the neonatal thorax (Khor et al. 2014). A bend sensor is a thin strip
of film printed with resistive carbon elements. As a result of the substrate being bent,
micro cracks appear among the carbon particles. Hence, the resistivity is proportional
to the bend curvature (Saggio 2014). However, although a minimum of 8 bend sensors
could be used to generate acceptable results, the best outcome was achieved with 16
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3sensors (Khor et al. 2014).
Another approach for real-time shape sensing is based on a grid of three-axis
accelerometers and magnetometers sewn to a fabric (Hermanis et al. 2016). As a result,
the sensor orientation is estimated from their gravity and magnetic field measurements.
Similarly, the tangential angles measured by an array of three accelerometers were
used to determine the chest displacement during respiration (Ellenor et al. 2011).
Recently, multiple MEMS accelerometers, soldered on a printed circuit board, were
aligned and placed inside a flexible Foley catheter to detect the shape of the urethra for
diagnostic purposes (Sun et al. 2013). However, none of the above cited works aimed at
reconstructing a cross-section.
Purpose
The main goal of this study is to evaluate and compare methods for acquiring the
patient-specific boundary of the torso using procedures that do not use line of sight
measurements or any radiation exposure. This work demonstrates that it is possible
to acquire patient-specific details about the torso perimeter, without violating privacy
requirements by means of cameras, for the purpose of generating an accurate forward
model for EIT analysis. To achieve this goal, different prototypes have been prepared.
The hardware for and the practical application of prototypes of wearable devices is
detailed in Section 2. The main aspects of the software implementation needed to
post-process the raw data acquired by the prototypes and produce the boundary shape
are also given. The outcomes are tabulated in Section 3. In particular, two different
approaches are explored and implemented:
• passive resistive devices, similarly to Khor et al. (2014). In this case, the algorithm
has been improved to reconstruct the boundary with fewer sensors.
• inertial sensors aligned along the perimeter.
Hence, the boundary shapes of some phantoms, which dimensions are average for
newborn torsos, have been reconstructed by means of a custom algorithm for each
approach. This investigation also presents a comparison between the two approaches.
Given the posture-dependent changes in ventilation (Frerichs et al. 2003, Heinrich
et al. 2006, Bikker et al. 2010, Go´mez-Laberge et al. 2013), the estimation of the patient
orientation has also been addressed by the inertial prototype.
Lastly, further to the hardware and the software development, the assessment of the
number of sensors on the reconstructed image has been evaluated by means of a
numerical analysis. An estimate has been carried out to support the goal of the study, by
showing how the clinical application could benefit from the torso boundary acquisition
of each patient. We assayed the results by comparing reconstructions of simulated EIT
data generated from three forward models with a reconstruction on a reference model.
The three models were generated from a different number boundary points taken from
the average of a number of neonatal CT scan cross-sections, using four, eight and sixteen
equally spaced points to represent idealised boundaries reconstructed from accelerometer
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4data. The boundaries were idealised as they do not take into account instrument error
from the accelerometers. The reference model was generated from a larger number of
points taken from the same CT scans to represent a more accurate geometric reference.
In all cases, the lung geometry taken from the CT scans is unaltered in order to provide
a means of quantifying a parameter p, which is defined in Section 2.3, in order to
determine the ideal minimum number of sensors needed. Therefore, a threshold of 16
accelerometers to be employed in order to optimize the torso shape detection and the
image reconstruction is reported in the discussion.
2. Methods
Three prototypes were prepared: one passive resistive and two inertial. Each prototype
is a strip of material, or belt, along which were aligned a number of sensors, as detailed
in the following dedicated Sections 2.1 and 2.2. The belts were then wrapped around the
perimeter of the phantoms in order to collect the raw data from the sensors. In order
to assess different boundary sizes, such belts were prepared in two different lengths.
Therefore, two phantoms (Figure 1 A, B) have been prepared for the smaller size (320
mm): a circle and an asymmetric shape. Three distinct phantoms (Figure 1 C, D, E)
have been created for the bigger size (640 mm) featuring a circular, an irregular convex
and an irregular concave boundaries.
[Figure 1 about here.]
2.1. Passive resistive prototype
The first prototype includes four conductive ink bend sensors (Flexpoint Sensor Systems
Inc, US), arranged in a series and covering the entire length of the belt (320 mm).
Analogously to Khor et al. (2009), a preliminary characterization of the sensors was
carried out in order to assign a resistance value to each of the ten different curvatures
tested. In the prototype, the sensors were biased by a voltage source. After amplification
and digitization, the sensor outputs were sent to Matlab for further processing. The
prototype has been wrapped around the smaller phantoms, so that the resistance of all
sensors was recorded. Given the characterization cited above, each value of resistance
was associated to a curvature. The radius of each bend sensor is used to trace an
arc, which final point is calculated, as firstly presented by Starck et al. (1999) and
successively adopted by Khor et al. (2014):
P finali = Oi +
[
cos(θi) −sin(θi)
sin(θi) cos(θi)
]
(P initiali −Oi) (1)
where Oi is the centre of a circular arc, θi is the angle subtended by the sensor and
P initiali represents the starting point. The angle is calculated as θi = s/ri, being s the
sensor length and r the inverse of each curvature. The arc centre of the contiguous bend
Page 4 of 26AUTHOR SUBMITTED MANUSCRIPT - PMEA-102306.R3
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
Ac
ce
pte
 M
an
us
cri
pt
5sensor is then estimated as
Oi+1 = P
final
i −
ri+1
ri
(P finali −Oi) (2)
The present algorithm checks whether the sensors cover the entire perimeter of
the phantom. Otherwise an estimation is performed to fill the gaps between the
sensors, assuming that a convex shape is being reconstructed. Lastly, the error of the
measurements may fail to produce a closed perimeter. Therefore, an iterative adjustment
is carried out by rotating half of the sensors centres.
2.2. Inertial prototypes
The second prototype uses inertial measurement units (IMU). Each IMU is a 9 degrees
of freedom sensor utilising the LSM9DS1 system. Each IMU is addressed using an
Inter-Integrated Circuit (I2C) data bus, via an 8 channel TCA9548A I2C Multiplexer.
The I2C communication and data collection is enabled by an Arduino microcontroller,
which passes the data to a pc via a serial link. No data generated by the magnetometer
and gyroscope has been taken into account. After wrapping the prototype around the
phantom (Figure 2), the components of the gravity vector were recorded, as sketched in
Figure 3.
[Figure 2 about here.]
[Figure 3 about here.]
Assuming the cross-section being on the yz plane, the tangential angles with respect
to the vertical axis were calculated for each accelerometer as φi = arctan(gzi/gyi). The
boundary is then reconstructed by means of a custom geometric algorithm, which at
the beginning checks whether any concavity is present along the phantom perimeter.
Differently from the algorithm described in Section 2.1, the focus is on getting the
relative position of each accelerometer. The distance (L) between each pair of sensors is
uniform and it is assumed to bend, while wrapped around phantoms, as a circular arc.
Hence, the radius of the circle tangent to two sensors is ri = L/(pi−θi), where θ is angle
between two consecutive accelerometers. The intersection between the tangential lines of
two contiguous sensors needs to be estimated. Thus, the distance of each accelerometer
to such intersection is calculated as ti = ri tan(pi/2− θi/2).
The coordinates of each sensor are calculated as:
yi = ti sin(φi) (3)
zi = ti cos(φi).
Once the coordinates of each sensor are estimated, the boundary is then generated
as an interpolation of such points by means of the cscvn function available in Matlab.
In order to check the effect of a different interpolation, a fourth order B-spline is also
created through the points using an universal parametrisation (Lim 1999).
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62.3. Numerical analysis
Although it is expected that increasing the number of sensors will improve the shape
estimation, ideally the least possible number of sensors should be used in order to
minimize the cost of the device and the number of connections required to extract
the data. In this paper, the reduction of number of sensors and its effect on the
reconstructed images were explored. In order to estimate the boundary shape of a
reference thorax shape, three case studies were considered with 4, 8 and 16 sensors. The
reference geometry itself is created via averaging the contours obtained from CT scans
of patients which was scaled down to meet the length of an EIT system available on
the market. The measured voltages were simulated using the reference geometry and
used in all cases. In addition the shape and position of the lungs were kept the same
leaving the boundary to be the only parameter changing between different case studies.
It should be noted that the mesh elements were constrained to have the same size of
1 mm along the boundary to minimize the effect of mesh quality on the final results.
Following the exact curvature of the case under study 32 electrodes of 3 mm width
were projected on the boundary. Calculations have been carried out using the EIDORS
(http://eidors3d.sourceforge.net/) toolbox in Matlab. Images were reconstructed using
a one-step linear Gauss-Newton solver, keeping the same parameters for every model.
To have a quantified scale for comparison between the cases the following dimensionless
parameter p was defined:
p =
∑
x∈LungRegion σxAx∑
y∈RefLungRegion σyAy
(4)
where x are the elements belonging to lung region under study, y describes
equivalent region in the reference geometry, σx is the normalized conductivity of element
x in [S] and Ax indicates the area of element x in [m
2]. The same applies for the
denominator while index y corresponds to reference geometry. Such parameter p
indicates how well the estimated shape was able to reconstruct the conductivities within
the lung regions. It is worth mentioning that the conductivities are normalized in order
to have a fair comparison. The results are reported in Section 3.2.
3. Results
3.1. Phantoms reconstructions
The passive and the inertial prototypes were firstly wrapped around the smaller
phantoms (Figure 1 A, B). As a result, the circular perimeter (Figure 1 A) was
reconstructed better by the inertial prototype featuring 8 accelerometers, as shown in
Figure 4. Although a result comparable to the accelerometers was achieved by three out
of four bend sensors, the variability between the sensors compromised the reconstruction
of a quarter of the perimeter, as described by the minimum scatter in Table 1.
[Figure 4 about here.]
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7[Table 1 about here.]
Analogously, a closer match between the reference boundary (Figure 1 B) and the
outcome generated by the prototype featuring accelerometers is shown in Figure 5.
Despite the average difference between the reconstructed and the reference distance of
the boundary points from the geometric centre is comparable for the inertial (0.64 mm)
and the passive (0.75 mm) prototype, the maximum scatter of 7.2 mm was generated
by the bend sensors (Table 1).
[Figure 5 about here.]
In order to check the effect of the cross-section size on the boundary reconstruction,
three bigger phantoms have been tested (Figure 1 C, D, E). However, as the bigger size
(640 mm) leads to a reduced curvature value, bend sensors could not detect any change
in resistance compared to their flat configuration. Therefore, no further comparison
between the passive and the inertial prototype could be carried out.
Thus, two inertial prototypes, featuring 8 and 16 accelerometers, were prepared to
compare the effect of the number of sensors on the bigger phantoms reconstruction. No
significant difference (Table 1) can be observed for the circular boundary (Figure 1 C)
detection, as shown in Figure 6. The average scatter between the reconstructed and
the reference distance of the boundary points from the geometric centre is 0.68 mm for
8 sensors and 1.3 mm for 16. Hence, the belt featuring 16 sensors generates a slightly
smaller boundary.
[Figure 6 about here.]
The irregular convex shape (Figure 1 D) is marginally better described by the
16 sensors, the average scatter being 0.56 mm (Table 1). Although no considerable
difference can be appreciated in Figure 7, the belt featuring 8 sensors leads to an average
error of 1.9 mm.
[Figure 7 about here.]
Lastly, the irregular concave boundary (Figure 1 E) was clearly detected by the
belt made of 16 sensors, as reported in Figure 8. Despite the average scatters being
comparable (Table 1), the maximum scatter better quantifies the mismatch: 17.2 mm
for the 8 sensors against 9.2 mm for 16 sensors.
[Figure 8 about here.]
3.2. Numerical results
Reconstructed images of the four geometries estimated in the computational analysis
(Section 2.3) are shown in Figure 9. As mentioned before, the ability of models to
yield reliable parameters from the reconstructed images, is determined and quantified
by parameter p (Eq. 4), which values are reported in Table 2. Given the value of 100%
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8for the reference geometry, meaning that the entire lung area is effectively detected, the
other boundaries lead to a reduced percentage for each of the lungs. While the extraction
of 16 points (Figure 9H) leads to a difference with the reference boundary (Figure
9I) below 1% (Table 2), artefacts can be noticed in the other cases. The boundary
reconstructed sampling only 4 points (Figure 9F) appears more circular compared to the
reference shape (Figure 9I) and describes about half of each lung (Table 2). Furthermore,
the average conductivity appears significantly different between the two lungs, which
have no defined contours. While 8 points are sampled(Figure 9G), despite achieving a
significant improvement relative to 4 points case in terms of boundary detection and
consequently image reconstruction, the lungs still appear to be distorted and detected
only up to 90% (Table 2).
[Figure 9 about here.]
[Table 2 about here.]
4. Discussion
The present work introduced a new feature in support of EIT clinical applications,
which require an input about the patient morphology to build the forward model. As an
example, the torso contour is needed to monitor the lung ventilation. The cross-section
of a subject body has been often simplified as a circular shape (Zhang et al. 2012). In
the most accurate cases, the torso boundary shape was segmented from a CT scan (Chen
et al. 2011, Nebuya et al. 2015), which was performed by clinicians for other purposes.
However, whenever such contour is assumed to be the same for a range of patients a
shape mismatch is included in the analysis, introducing artefacts.
Therefore, this study has presented and compared two methodologies to detect the
boundary shape avoiding the use of any radiation. The aim consists into reconstructing
the patient specific torso by means of wearable devices featuring up-to-date technology,
such as bend sensors and accelerometers. However, since the prototypes cannot be tested
on patients, multiple phantoms have been used to mimic the newborn cross-sections.
The passive resistive prototype is analogous to the one presented in a previous work
(Khor et al. 2014). However, the algorithm has been optimized to reduce by half the
number of sensors required to generate an acceptable reconstruction. It is also worth
noticing that while 16 bend sensors generated an average distance error of 3 mm (Khor
et al. 2014), the present prototype reduced dramatically such average scatter for both
smaller phantoms (Table 1). The comparison between the perimeter reconstruction
based on the passive and the inertial sensors detections is among the novelties of
this study. As a result, the larger scatters, in modulus, are generated by the use
of bend sensors which were underestimating the exact perimeter (Figure 4 and 5).
Another comparison that, to the best of the authors knowledge, appears novel is the
reconstruction of bigger phantoms boundaries by means of inertial prototypes featuring
a different number of accelerometers. Even though no significant difference can be
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9observed for the circular case (Figure 6) and minimum discrepancy is shown for the
convex irregular (Figure 7), the 16 sensors appear to reconstruct better the concave
(Figure 8) perimeter. In particular, the concavity has been detected only by the higher
number of accelerometers (Figure 8), an aspect that is reflected by the max and min
scatters (Table 1). An increased number of sensors is expected to improve the results
presented in this work, which only intend to prove the feasibility of these approaches.
A computational study has been carried out in order to highlight the direct effect of the
number of the accelerometers, adopted to get the boundary shape, on the reconstructed
image. Despite being intuitive that the more the sensors the better the output, the
authors aimed to understand which is the optimized number of accelerometers to use as
a compromise between cost and accuracy. Therefore, the results in Table 2 suggest that
a number of accelerometers above 16 would not introduce a significant improvement.
Furthermore, in agreement with phantom reconstructions, it appears that a complex
boundary, such as the thorax, requires more than 8 accelerometers to achieve a tolerance
of less than 10% from the reference image. However, further investigations and hardware
testing are needed to take into account the instrument contribution to such tolerance.
Strength of the inertial methodology
An additional benefit of the inertial prototype, the device can detect whether the
newborn, wearing the belt, is no more lying in the cradle and temporarily in kangaroo
care. In this case the boundary reconstruction is stopped to avoid artefacts due, for
instance, to the contact with one of the parents. Furthermore, the orientation of the belt
in the reconstructed plane is estimated: the algorithm could discern a phantom rotation
of 90° in either direction. Hence, the newborn lying position can be automatically
recognized by means of accelerometers and a Matlab custom script. Such information
appears precious for the EIT technology, which monitors the lung ventilation taking
into account the patient position (Bikker et al. 2010).
Most of the phantoms under examination featured an irregular perimeter in order to
take into account the biological variability. In particular, the evaluation of the concave
boundary (Figure 1 E) is significant to mimic the chest retraction of the newborns
affected by Respiratory Distress Syndrome (RDS), which is among the most common
respiratory disorders (Lissauer et al. 2016). Although the size detection is satisfactory, 8
inertial sensors failed to detect the concavity. The concavity was instead clearly detected
by the belt made of 16 accelerometers highlighting the strength and versatility of this
method. Lastly, an almost identical interpolation is generated by the B-spline.
Weakness of the methodologies
It is worth highlighting the limitations of each prototype. As presented in Section
3, the bend sensors can detect a limited range of curvatures. In other words, bigger
cross-sections, such as child or adult ones, could not be detected with the passive
prototype. Therefore, in this context the application of bend sensors is limited to
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10
the newborns chest. In addition, preliminary tests conducted to characterize the bend
sensors highlighted a large drift of resistance caused by the room temperature. Although
none of these limitations applies to the inertial prototype, the gravity based algorithm
(Section 2.2) cannot detect the boundary shape if the normal of the cross-section area
is parallel to the gravity vector. However, such condition is verified in newborns only
during kangaroo care, which has been automatically detected. Furthermore, two main
sources of error should be taken into account: the instrument error, emerged from the
hardware components, and the twist, even if minimum, of the prototype around the
phantoms. Lastly, the sensors calibration could be improved, since only a normalization
of accelerometers data was carried out.
5. Conclusions
This study has demonstrated that detecting the patient-specific torso shape is feasible
by means of radiation-free devices. The accelerometers appear to be more versatile in
this application compared to the bend sensors. Further work is required to improve
the shape detection and the resulting reconstructions. However, with the current
methods described, it can be concluded that little benefit, in terms of accuracy of shape
reconstruction, can be gained from using more than 16 accelerometers. Although aimed
for newborn thorax geometry, the possible applications of this work may be numerous,
from smart sports garments to other diagnostic tools.
Lastly, the results of the present study support the authors’ vision for EIT intended as a
supportive care tool, as shown in Figure 10. The patient-specific shape detection could
work as a selector of the FEM employed to reconstruct the image. This approach would
contain the computational cost of generating a patient-specific mesh while avoiding the
use of a sole FEM for every patient.
[Figure 10 about here.]
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Figure 1. Phantoms adopted to test the shape detection and reconstruction.
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Figure 2. The inertial prototype wrapped around a phantom.
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Figure 3. Schematic orientation of the inertial prototype around a phantom.
The gravity vector has different projections along the perimeter due to each IMU
orientation.
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Figure 4. Boundary reconstruction of the phantom A by means of the passive resistive
(magenta) and inertial (blue) prototypes. The exact contour is described by the black
solid line.
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Figure 5. Boundary reconstruction of the phantom B by means of the passive resistive
(magenta) and inertial (blue) prototypes. The exact contour is described by the black
solid line.
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Figure 6. Boundary reconstruction of the phantom C by means of the inertial
prototypes featuring 8 (blue) and 16 (green) accelerometers. An additional
interpolation is carried out on the 16 sensors (red). The exact contour is described by
the black solid line.
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Figure 7. Boundary reconstruction of the phantom D by means of the inertial
prototypes featuring 8 (blue) and 16 (green) accelerometers. An additional
interpolation is carried out on the 16 sensors (red). The exact contour is described by
the black solid line.
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Figure 8. Boundary reconstruction of the phantom E by means of the inertial
prototypes featuring 8 (blue) and 16 (green) accelerometers. An additional
interpolation is carried out on the 16 sensors (red). The exact contour is described by
the black solid line.
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Figure 9. Reconstructed images resulting from different thoracic boundaries while
the lungs keep the same geometry and location. Perimeters were obtained sampling 4
(F), 8 (G) and 16 (H) points out of the reference boundary (I). The colorbar indicates
the normalized conductivity.
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Figure 10. Concept diagram of authors vision for EIT featuring the shape detection
discussed in the present study.
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Table 1. Scatter [mm] between the reconstructed and the exact boundary. Negative
values indicate that the reconstructed boundary is locally smaller than the exact
contour.
Phantom Prototype Max Min Average
A
Passive 2.8 -5 0.13
Inertial 3.5 -1.9 1.1
B
Passive 1.6 -7.2 0.75
Inertial 3.4 2.6 0.64
C
Inertial(8) 2.9 -2.3 0.68
Inertial(16) 0.12 -2.9 -1.3
D
Inertial(8) 9.2 -5.2 1.9
Inertial(16) 7.7 -9.7 0.56
E
Inertial(8) 17.2 -13.7 0.29
Inertial(16) 9.2 -11.4 -0.60
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Table 2. Values assumed by the adimensional parameter p in each geometry shown
in Figure 9.
Geometry # Elements Left Lung [Sm2] Right Lung [Sm2] pLeftLung pRightLung
F (4 Points) 1592 2.0908e-4 2.7603e-4 49.47% 48.31%
G (8 Points) 1786 3.7058e-4 5.2506e-4 87.67% 91.89%
H (16 Points) 1804 4.1744e-4 5.697e-4 98.76% 99.71%
I (Reference) 1776 4.2268e-4 5.7138e-4 100% 100%
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